Hydrothermally active and altered fault/shear zones in crystalline rocks are of practical importance because of their potential similarities with petrothermal reservoirs and exploitable natural hydrothermal systems. The petrophysical and hydraulic characterization of such structures is therefore of significant interest. Here, we report the results of corresponding investigations on a prominent shear zone of this type located in the crystalline Aar massif of the central Swiss Alps. A shallow borehole was drilled, which acutely intersects the core of the shear zone and is entirely situated in its surrounding damage zone.
. a) Aerial image (Source: Federal Office of Topography www.swisstopo.ch) of the Grimsel Pass showing the trace of the GDP1 borehole, the extent of mineralized outcrops associated with the GBF (Belgrano et al., 2016) , and the location of the Transitgas AG tunnel with the interval of active hydrothermal inflow marked by the white stippled line (modified from Egli et al. (2018) ). b) Schematic crosssection through the plane of the borehole intersecting GBF showing the extreme topographic relief in conjunction with the location and orientation of the borehole (modified from Greenwood et al. (2019) ). electrical resistivity, SP, temperature, and multiple centre frequency FWS logs as well as constant offset BHR, ambient flowme-90 ter, and periodic pumping test measurements.
After completion of the drilling operations, water from the adjacent lake was pumped into the borehole to flush out the polymer-based drilling mud and to enable OTV measurements. Although, the water in the borehole cleared up, remnants of the drilling fluid within the adjacent formation were likely to be present throughout the 2015 logging campaign. As a consequence, 95 the SP data acquired in 2015 differ significantly from those measured in 2016 and 2017 since the polymer-based drilling mud changed the viscosity and the chemical composition of the pore fluid in the rock volume with regard to its ambient state. In addition to this, the 2015 SP data were also affected by changes in the flow regime in and around the borehole induced by the pumping of lake water. In the following, we therefore only consider the SP data acquired in 2016 and 2017. The addition of the lake water and the remnant presence of drilling mud also affected the 2015 electrical resistivity measurements. These 100 were therefore repeated in 2016 and 2017 through the slotted PVC casing, which was installed to prevent borehole collapse.
To analyze the effects of this casing as well as for data calibration purposes, a small section at the bottom of the borehole was re-measured under open borehole conditions in 2017. Details with regard to the data corrections applied to remove the casing Optical televiewer (ALT, x Multiple runs *Cheng and Renner (2017) effects are given in Appendix B and Toschini (2018) . BHR measurements were repeated in 2016, as no zero-time correction was available for the data collected in 2015. However, the 2015 data were acquired with a smaller spatial sampling interval and thus produce more coherent signals. For this reason, we utilize the 2016 data for calibration of the 2015 dataset, which we then consider for the remainder of the paper. Corresponding details are given in Appendix A . Additionally, more detailed temperature and fluid resistivity measurements were conducted in 2016. High-frequency (25 kHz nominal center frequency), high-gain three-receiver FWS data were acquired in 110 2016 for more reliable and robust compressional (P) and shear (S) wave velocity estimations by semblance analysis (Hornby, 1989 ). In the intensely fractured zones, especially around the main fault core, the first arrivals are, however, still very weak thus making reliable velocity estimations very difficult due to the inherent uncertainty and local variability of the picks. Therefore, the P-wave velocity estimates are smoothed and the S-wave velocity is entirely discarded in this zone. Everywhere else, the Pand S-wave estimates are reasonably robust.
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Overall, the logging data are affected by strong borehole breakouts, which complicates their quantitative analysis. The breakouts are primarily due to the intensely fractured nature of the rock volume rather than being purely drilling-induced damage. Most of the breakouts can indeed be associated with distinct fractures or cataclastic features along the borehole track and thus present structural and petrophysical indicators in their own right. Geochemically the rock mass of the damage zone 120 surrounding the GBF core is relatively homogeneous consisting of metagranite. The main heterogeneities are variations in fabric, ranging from granitic through gneissic all the way to mylonitic as well as fractured and cataclastic zones, which are due to different degrees of ductile and/or brittle deformation (Egli et al., 2018) . In the following, we seek to link these geological features inferred from the OTV and core data to the responses of the geophysical borehole logs. In a first step, we utilize the BHR data to image the fracture network situated in the damage zone. Then, the response of selected borehole log data is 125 compared to different degrees of deformation encountered.
3 Borehole radar reflection data: Imaging of the fracture network
In contrast to most other geophysical borehole logging techniques, which have a relatively limited range of investigation, the BHR reflection method allows to image individual fractures, clusters of fractures, and clataclastic zones outside of the immediate vicinity of the borehole (e.g., Olsson et al., 1992; Dorn et al., 2012) . As such, these data are much less affected by borehole 130 breakouts than most other logging data. In the considered setting, the reflection coefficient is governed by the pronounced contrast of the dielectric permittivity between the host rock and the fluid-filled fractures, while the bulk conductivity of the rock volume determines the attenuation of the BHR signals. This, in turn, makes resistive crystalline environments ideal sites for BHR measurements in general and for imaging fractures in particular. In the following, we first describe the processing of the BHR data and then proceed to analyze the migrated images. 
Data processing
Steeply dipping reflections are already visible in the raw data ( Fig. 2a ). To extract these reflections, the direct wave is removed via an alpha-trimmed 2D spatial filter after applying a static correction to flatten out the first arrivals. Subsequently, this static correction is reversed to place the reflections back into their original position ( Fig. 2b) . Since, the dataset was acquired with omni-directional antennae, we can only determine the relative dip of the reflectors with respect to the borehole trajectory. It
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is not possible to constrain the azimuthal orientation of the reflectors. However, the OTV data indicate that the azimuths of most brittle and ductile structural features are constrained to one quadrant ( Fig. 2c ). Hence, it is justified to treat the reflections as up-and down-going wavefields originating at the same reflectors. Correspondingly, these up-and down-going wavefields are separated by f-k quadrant filters, then migrated using pre-stack Kirchhoff time-migration and converted to distance using a constant average velocity. Since the prevailing geological structure is near-vertical, the velocity is varying laterally, which was 145 at least partially accounted for in the pre-stack time-migration process by a laterally varying velocity model derived from the first arrivals. Pertinent details of the processing and imaging flow applied to the BHR reflection data are given in Table 2 Figure 2. a) Raw BHR reflection data and b) after removal of the direct wave and reversed static corrections. c) Relative dips and azimuths of fractures identified in the OTV data. Figure 3a shows the final migrated and distance-converted BHR reflection image, which consists of the up-and down-going 150 wavefields, plotted in positive distance orthogonally from the borehole trajectory. We observe an abundance of reflections, most of which intercept the borehole wall. It is straightforward to calculate the relative dip of these events. In zones of low attenuation, which correspond to large first-cycle amplitudes of the direct wave in Fig. 3b , some of these events can be traced to distances of up to 10 m from the borehole. These zones are representative of more intact rock. Conversely, high signal attenuation, characterized by low first-cycle amplitudes in Fig. 3c , occurs in zones of intense brittle deformation, such as, for 155 example, in the fault core and its vicinity.
Estimation of fracture dip
From the image shown in Fig. 3a , we manually pick the dips of the brightest reflections as well as some of the weaker cross-cutting events to capture the variety of dips encountered. A representative selection of the picked events is superimposed on the image as straight red lines and their locations with regard to the borehole track and their dips are illustrated in Fig. 3b by 160 red dots encircled in blue. All picked events are plotted in Fig. 3b , and their values are compared to the fracture dips inferred from the OTV data, which are shown as turquoise dots whose diameter is indicative of the fracture aperture (Egli et al., 2018) .
Following Egli et al. (2018) , fractures with very large apertures are classified as cataclastic zones. Overall, the range of dip angles picked from the imaged BHR reflection data is consistent with those inferred from the OTV data, although it is difficult to match individual reflection events with specific fractures in the OTV images. The reason for this is twofold: (1) Both datasets 165 contain the signatures of an abundance of fractures, which, in turn, necessitates an inherently subjective selection, and (2) the depth locations and dips assigned to BHR reflectors might differ slightly with regard to those of the OTV data.
Nevertheless, the comparison of the two datasets confirms that in such an environment fluid-filled fractures and cataclastic zones are the most likely cause of BHR reflections. The BHR reflection image allows to trace the associated brittle deformation 170 structures several meters from the borehole into the adjacent formation. The BHR reflection image and the OTV data provide clear and consistent evidence for a dense and complex network of fluid-filled intersecting fractures and cataclastic zones above and below the main fault core. Such a network of fractures provides effective fluid pathways through the otherwise tight granitic host rock (e.g., Berkowitz, 2002) . As illustrated by Fig. 3b , the first-cycle amplitude of the BHR first arrivals is a good proxy for the degree of brittle deformation.
Similarly, FWS data are expected to be sensitive to brittle deformation as the associated wave propagation is governed by the underlying elastic and hydraulic properties of the medium. Here, we utilize the 2 kHz low-gain FWS data, which is mainly sensitive to low-frequency Stoneley waves. This wave type is an interface wave traveling along the borehole wall. Its velocity 180 depends predominately on the shear modulus of the formation and bulk modulus of the fluid. Its amplitude decreases across compliant and hydraulically transmissive features, such as fractures and cataclastic zones, due to transmission losses, reflections, and pressure diffusion processes (e.g., Paillet, 1994) . Following Paillet (1983) , the local Stoneley wave energy deficit can be used as an indicator for the hydraulic transmissivity of a system. For the considered data, a quantitative analysis is, however, not possible, since the data quality due to the roughness of the borehole wall caused by breakouts as well as the recording time 185 are not sufficient and the data recorded at receiver 1 is clipped even for the lowest possible gain of the tool. Nevertheless, we can still estimate the local energy deficit of the recorded waveforms, which are dominated by Stoneley waves, and use this measure as a qualitative proxy. To account for borehole breakouts, we compare the FWS data with the caliper and the Neutron-Neutron log data. While the Neutron-Neutron log is also affected by the borehole breakouts, it is primarily sensitive to the water content and thus to the porosity, which in the considered environment is dominated by fracture porosity (Egli et al., 2018) .
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In Fig. 4 , we compare the aforementioned log data to the OTV-based brittle deformation data of Egli et al. (2018) . Fig. 4a shows the low-gain FWS log data recorded at receiver 2 for a nominal center frequency of 2 kHz and Fig. 4b the corresponding power spectrum. The former is overlain by the caliper log and the latter by the Neutron-Neutron log. The color scale in Fig. 4a is chosen such that the primarily visible signal is the Stoneley wave. The first arrival P-and S-waves are much lower 195 in amplitude. The local energy deficit is shown in Fig. 4c for two frequency bands and overlain with the OTV-based brittle deformation data of Egli et al. (2018) ). Fig. 4c also depicts the BHR first-cycle amplitude. From the FWS data, we can clearly distinguish 5 characteristic zones denoted as A through E, which also find their expressions in the first-cycle BHR amplitudes.
In the following, we compare these zones to the brittle deformation data of Egli et al. (2018) .
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-Zone A consists of three cataclastic zones. The OTV image and the core material of such a cataclastic zone are shown in 
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-Compared to zone A, zone B is characterized by a smaller energy deficit and an overriding high-frequency wave corresponding to the pseudo-Rayleigh wave, which only exists in fast formations and thus suggests a zone of higher shear strength and less brittle deformation. The latter is consistent with the high BHR amplitudes.
-Conversely, the FWS signal in zone C is dominated by low frequencies in the power spectrum with a decrease of high frequencies towards zone D and the vanishing of the pseudo-Rayleigh wave, which is indicative of a decrease in shear 210 strength. The BHR amplitudes decrease towards zone D as well, in which the borehole collapsed and had to be cemented and redrilled. The core material in zone C, is partly non-cohesive due to intense brittle deformation, which explains the observed characteristics of the BHR amplitude and FWS data. Local vanishing of the FWS amplitudes in conjunction with anomalies in the caliper and Neutron-Neutron logs are due to individual large-aperture fractures.
-Zone D comprises the wider zone of the main fault core where most of the FWS signal is lost. One reason are the large 215 borehole breakouts and the associated rugosity of the borehole wall, which prevents the propagation of Stoneley waves.
In the upper part of this zone, a weak signal is recorded between 82 -86 m borehole depth with a shift towards higher frequencies. This section corresponds to the GBF core consisting of fault gouge (Egli et al., 2018) . -Finally, zone E is characterized by an alternating sequence of regions with pronounced low and high energy deficits, which is indicative of an overall rather compact rock volume with prominent isolated fractures. This interpretation is 220 consistent with a correspondingly alternating sequence in the BHR amplitudes.
Cluster analysis
To refine the zonation identified in Fig. 4 are associated with breakouts and can be linked to zones of the brittle deformation identified in the OTV data. In the following, we analyze the relationship between the various borehole logs and address the question whether their response can be linked to the degree of brittle deformation. To this end, we perform a cluster analysis on a selection of the log data.
In a first step, we perform a correlation analysis of the log data shown in Fig. 5 . Before doing so, the datasets are normalized to account for the different unit scales. We obtain an overall good correlation between the BHR velocity and amplitude, the 235 Neutron-Neutron, the P-wave velocity, and the normal resistivity logs. In the following, these datasets will be subjected to a cluster analysis. Although the S-wave velocity log shows a good correlation with other log data in the more intact parts of the borehole, it is not considered due to its unreliability around the main fault core. The Gamma-Gamma log is strongly affected by large borehole breakouts and shows otherwise little variation. The poor correlation of the natural gamma log with the other datasets is probably due to the fact that, in the crystalline environment, it is primarily sensitive to mineralogical alterations, 240 which, compared to the brittle deformation structures, have a secondary effect on the other borehole logs. The BHR velocities and amplitudes are primarily sensitive to the fluid-filled porosity, and the bulk electrical conductivity, respectively, the Neutron-Neutron log to the total amount of hydrogen present in the formation, the P-wave velocity log to the mechanical properties, and the normal resistivity to the bulk resistivity.
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The upper triangular region in Fig. 6 shows crossplots of the selected log data, which confirm the overall good correlation.
The somewhat spurious nature of these crossplots is due to the fact that the various geophysical logs average the petrophysical properties over significantly differing support volumes. This is problematic when dealing with small-scale high-contrast features, such as fractures, embedded in an otherwise relatively homogeneous matrix. An effective way to display such datasets are histograms, as shown in the triangular region below the diagonal in Fig. 6 , which clearly illustrate the overall strong corre-250 lation trends between the various datasets. The largest spread of values is observed for crossplots either containing the P-wave velocities or the BHR amplitudes, whereas the other properties show generally well-defined correlation trends.
To analyze these trends in more detail, we perform a cluster analysis using the k-means algorithm of the Matlab Statistics Toolbox with a squared Euclidian distance criterion (Arthur and Vassilvitskii, 2007) . The analysis is performed on the normal-255 ized data in two subsequent steps. First, we test for the optimal number of clusters to group the data into. To do this, we use the so-called silhouette and gap criteria (Tibshirani et al., 2001) , which both suggest an optimum of four clusters. Then, we apply the k-means algorithm to group the data into four clusters. The median, the 25th percentile and the outliers of each cluster and each petrophysical property are shown in the form of boxplots along the diagonal of Fig. 6 . Across all petrophysical properties, the identified clusters show a good separation with regard to each other. 260 Figure 7 shows the borehole log data used for the above cluster analysis color-coded according to the four cluster groups identified in Fig. 6 and overlain by OTV-based brittle deformation data. Also shown is the sequence of clusters along the bore- An essential result of the cluster analysis is that the signatures of the selected borehole logs as well as their interrelations are predominantly governed by brittle deformation in general and that the individual clusters seem to be clearly linked to the degree of deformation in particular. In this context, it is interesting to note that the sequence of clusters along the borehole displayed on the right-hand side of Fig. 7 is fully consistent the more generic zonation A through E inferred from the Stonelely wave analysis (Fig. 4) .
275 Figure 7 . Borehole log data used for cluster analysis color-coded according to the four cluster groups identified in Fig. 6 and overlain by brittle deformation inferred from the OTV data. The right-hand column shows the sequence of clusters along the borehole together with the fracture density inferred from the OTV data, the ductile deformation intensity log (Egli et al., 2018) , the caliper data as well as the zonation A through E inferred from the Stonely wave analysis (Fig. 4) .
Interestingly, the P-wave velocities and normal resistivity data exhibit a larger variability for cluster 4 than the other petrophysical properties. This becomes especially apparent in zone B, which exhibits a comparatively low fracture density and variable degrees of ductile deformation (Fig. 7) . In this partially intact zone, the P-wave velocity assumes maximum and minimum values of 5600 and 4600 m/s, respectively. The former is close to P-wave velocities of non-fractured granitic rocks, which 280 typically range between 5700 and 6200 m/s (e.g., Holbrook et al., 1992; Salisbury et al., 2003) . The variability of the P-wave in these more intact zones might thus be an indication of variations in the ductile rock fabric. We also observe strong fluctuations in electrical resistivity and relatively low resistivity values on average for a granitic environment. The latter may point towards the influence of surface conductivity, most likely due to the abundance of mica notably in the gneissic and mylonitic parts of the formation, which, in turn, may result in regions of elevated conductivity compared to the unaltered granites (Keys and 285 Sullivan, 1979) . This variability of the P-wave velocity and resistivity is also reflected in the natural gamma log, which, in turn, points to the potential influence of mineralogical changes associated with ductile deformation.
Although the borehole logging data are clearly related to the degree of fracturing, which is expected to be a proxy for fluid flow, a quantitative analysis in terms of key hydraulic properties, such as porosity and permeability, in the studied environment 290 is challenging. The reasons are manyfold. As previously mentioned, the Stoneley wave data is not of sufficient quality to allow for corresponding permeability estimations. The Gamma-Gamma and Neutron-Neutron logs, which are classically used to determine the porosity via the density and the hydrogen content, respectively, are affected by the large variations in the borehole diameter. These breakouts make a calibration of the Gamma-Gamma log to obtain density and subsequently porosity essentially impossible. The Neutron-Neutron log is less affected by the caliper variations than the Gamma-Gamma log, but 295 calibrating it is still difficult due to its non-linear relation to the hydrogen content and the lack of representative core material over a large enough porosity range. The resistivity logs, cannot not be converted into porosity, since the fluid resistivity is very high compared to common groundwater, the matrix porosity is quite low, and the surface conductivity cannot be ignored, which renders Archie's law inapplicable (e.g., Glover, 2015) . To circumvent these problems, we utilize the 2015 BHR velocity measurements to derive porosity estimates. This approach is quite robust, since the method is strongly sensitive to the water 300 content and has a large support volume, which makes it less susceptible to borehole breakouts. The resulting smooth porosity profile will be then used to calibrate the Neutron-Neutron log, which provides a detailed downscaled version of the porosity distribution along the borehole. In a subsequent step, we examine the fluid flow characteristics of the subsurface region based on a combined analysis of the SP, temperature, and resistivity logs.
Porosity estimation 305
The porosity φ is obtained from the BHR velocity v using the so-called Complex Refractive Index Method (CRIM)
where c is the speed of light and v the velocity of the formation, r , w , and s are the relative dielectric permittivities of the formation, the pore water, and the solid material, respectively (e.g., Greaves et al., 1996) . For low porosities, the method is quite sensitive to the dielectric permittivity of the solid material s . To find a representative value for s , we constrain the 310 possible range by laboratory-based density measurements. Archimedes-type density measurements have been performed along the entire core recovered from the GDP1 borehole. These measurements were taken at 20 to 30 cm intervals (personal communication Jürg Renner). The inferred densities are compared to densities calculated from BHR porosities for different values of s (Fig. 8a) using an average grain density of 2653 kg/m3 determined from corresponding laboratory analysis of 8 samples measured. Subsequently, an upper and lower bound for s is chosen so that the laboratory-measured densities from competent 315 samples fall between the resulting calculated density values from the BHR velocities. This provides well-constrained bounds for low and intermediate porosities. However, the estimation of high porosities is less reliable due to core loss and poor quality of the retrieved core material from the heavily fractured zones. The results are shown in Fig. 8b together with the porosity The resulting porosity logs obtained from the BHR velocity measurements are, as expected, smooth due to the method's large support volume and, hence, the strong fluctuations in response to the intense fracturing observed in other borehole logs are averaged out. To capture the variability of the porosity on a smaller scale, the Neutron-Neutron measurements are utilized to downscale the BHR porosity. Details are given in Appendix A. The resulting downscaled porosity log is compared to 325 laboratory-measured porosities for selected core samples ( Fig. 8) and to a multi-scale porosity analysis of Egli et al. (2018) , which includes OTV data, thin sections, and He-pycnometry ( Fig. 9a) . Across all these different methods, the corresponding porosity estimates agree remarkably well. Figure 9b shows the sequence of brittle deformation groups inferred from the cluster analysis for comparison along the borehole. The largest porosities prevail, as expected, in the main fault core with a decreasing trend away from this zone. Other high-porosity zones are associated with cataclastic zones and large aperture fractures. Even 330 in the most intact zones, the porosity is, however, still higher than common values of the matrix porosity in crystalline rocks of ∼1% or less (Schmitt et al., 2003) .
Fluid flow characteristics
The prevailing fracture network and high-porosity zones associated with brittle deformation are the main flow pathways of the GBF system in its present state. To shed more light on the hydraulic characteristics of this system, we analyze a combination 335 
Self-potential data
The SP logs were acquired in the same logging run as the normal resistivity and single-point resistance logs. In this setup, the 340 reference electrode for the SP measurements is the steel cable along which the logging tool is suspended. This causes a very strong drift in the measurements until ∼30 m of the exposed steel cable is below the water level, afterwards the measurements start to stabilize. For this reason, we only show measurements from 60 m borehole depth onwards for the 2016 and 2017 SP logs, as the water table was at 33 m borehole depth at the time of the measurements. To compensate for the remaining drift of the data, we removed a linear background trend (Appendix B). The resulting logs are shown in Fig. 10 
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SP anomalies can be of electrokinetic, electrochemical, and thermoelectric origin (e.g., Jackson, 2015) . In the studied fractured hydrothermal environment, SP anomalies are most likely of electrokinetic origin. This assessment is supported by an analysis of flowmeter data by Cheng and Renner (2017) , which identified zones of in-and outflow into the borehole associated with hydraulically open fractures. For SP signals of electrokinetic origin, the corresponding streaming potential ϕ can be linked Figure 10 . Comparison of the trend-corrected SP data with complementary borehole logs. From left to right: Electrical resistivity and zones of in-and outflow inferred from flowmeter tests (Cheng and Renner, 2017) , results of cluster analysis ( Fig. 6 and 7) overlain with the detrended SP data, the fluid resistivity log measured in 2016, the temperature logs, and the OTV-based brittle deformation logs (Egli et al., 2018) to first order to the hydraulic pressure gradient ∆p (e.g., Jackson, 2015) 355
where C < 0 is the electrokinetic coupling coefficient. The magnitude of C depends on several factors. Notably, it scales with the electrical conductivity of the pore water over several orders-of-magnitude, thus justifying a simple empirical relation derived from laboratory data for estimating the coupling coefficient for field observations (Revil et al., 2003) . Given that, at ambient conditions, the average fluid resistivity along the GDP1 borehole is ∼320 Ohm.m (Fig. 10) , which is high compared 360 to common groundwater, this results in a large coupling coefficient of ∼ -6600 mV/MPa. This, in turn, can explain the large magnitudes of the observed SP anomalies, even in the presence of moderate to weak hydraulic pressure gradients. The high resistivity of the water in the borehole is not unusual for the area. The adjacent lake water, which has a direct glacial inflow and mostly consists of melt water, has a resistivity of ∼500 Ohm.m. Figure 10 shows that the observed SP anomalies are abundant and reach values of up to 400 mV, which is indeed very large for signals of electrokinetic origin. Using the above estimate for the coupling coefficient of C ≈ -6600 mV/MPa, the largest SP anomalies in our data, imply hydraulic pressure gradients of the order of 0.06 MPa. This is approximately one order-ofmagnitude lower than the pressure gradients estimated by Suski et al. (2008) in a saline artesian fractured hydrothermal system for maximum SP anomalies of ∼50 m. Despite their unusually large magnitudes for SP signals of electrokinetic origin, the 370 anomalies observed along the GDP1 borehole thus seem to be realistic for the specific setting. Indeed, SP anomalies of similar magnitude were recorded in the Grimsel Underground Laboratory (Himmelsbach et al., 2003) , which is situated in the same granitic formation ∼400 m below the Grimsel Pass. In this case, the anomalies could be attributed to electrokinetic responses of distinct fractures. An additional contribution to the measured SP signals along the GDP1 borehole could arise from variations in the bulk resistivity. This might come into play between 95 to 120 m borehole depth, where we observe relatively strong 375 variations in resistivity, which are linked to the variable degree of fracturing, as illustrated by the results of the cluster analysis ( Fig. 7) .
Considering the described uncertainties and the abundance of SP anomalies due to the intensely fractured nature of the formation, associating a single anomaly deterministically with in-or outflow is impossible. To overcome this problem, we 380 apply a probability tomography based on Di Maio and Patella (1994) . This approach reconstructs an image of the most probable locations of SP sources, which explain the observed data by assuming that an anomaly measured at location − → r can be represented by a linear superposition of partial SP effects due to elementary electric source elements located at − → r q . For the considered borehole measurements, we scan a region which cuts the borehole along its trajectory for such source elements with the scanning function
The result of this procedure is an electric charge occurrence probability (ECOP) map given by the cross-correlation between the scanning function and the electrical field associated with the SP measurements. interpretation of the hydraulic behavior, we focus on these scenarios.
Hydraulic zonation
The observed SP anomalies can be associated with fractures and cataclastic zones identified in the OTV data (Fig. 10) measurements and an analysis of natural hydraulic heads by Cheng and Renner (2017) . They identified inflow between 81 and 119 m and a zone of prominent outflow below 119 m borehole depth, as indicated by the blue and green rectangles in Fig. 10 .
With regard to the zonation derived from the analysis of Stoneley waves (Fig. 4) , the relevant zones in the given context are C, D, and E (Fig. 10 ). Zone C consists of partially non-cohesive core material and contains a number of individual fractures of 415 large apertures, zone D is the wider zone of the main fault core, which is largely brecciated, and zone E is represented by more compact rock with prominent individual fractures. The largest SP anomalies are observed in zone E and some distinct signals in zone C, whereas the zone around the main fault core shows much less variability and smaller anomalies. This suggests that zones of in-and outflow are likely to be dominated by individual fractures or localized fracture clusters. Furthermore, the fluid resistivity shows a very distinct layering along the borehole track (Fig. 10) . Although, the corresponding variations are not large in magnitude, they clearly imply distinct variations in salinity, which, in turn, points to differing origins and flow paths of the water in the borehole. Potential sources of water in the steeply dipping, fracture-dominated geological structure around the GBF may comprise direct infiltration of meteoric water through the outcropping parts of the GBF, shallow groundwater flow, and upflow from greater depth along the GBF zone. There is a hydraulic connection between the Transitgas AG tunnel and the GDP1 borehole, as evidenced by polymers from the drilling operation found in the tunnel. Two zones with relatively 425 low fluid resistivities prevail around the main fault core (cluster 1) and below 95 m borehole depth, whereas above the main fault core and in the intensely fractured interval between 85 to 95 m borehole depth relatively high fluid resistivities are observed. The latter coincide with a small low-temperature anomaly in the detrended temperature data. These observations suggest infiltration of meteoric water along the fracture network in the more resistive zones, whereas in the other zones inflow of more mineralized water, possibly from greater depth, occurs. All of this points to the presence of distinctively different 430 sources and passages of fluid flow in the studied subsurface region of the GBF, thus suggesting a compartmentalization of fluid pathways in the larger-scale hydraulic system.
Discussion
The BHR reflection image reveals a network of fluid-filled fractures in the damage zones above and below the main fault core.
A projection of the reflections identified in this image onto the borehole track is shown in Fig. 12 Reflections with relative dips tubewave stack overlain by tube wave energy and Stoneley energy deficit; brittle deformation data overlain by the corrected SP log (2017); and summary of transmissivities estimated from pumping tests (Cheng and Renner, 2017) .
For specifically targeted zones, indicated in Fig. 12 , Cheng and Renner (2017) performed conventional and periodic pumping tests in the GDP1 borehole in 2015. The resulting transmissivity estimates are shown in Fig. 12 . The highest values are obtained for the intervals i2 and i5, which feature a large aperture fracture at 105 m borehole depth. This fracture can be associated with 445 a distinct anomaly in the SP data and the energy deficit. However, no clear trend can be established between the magnitude of the anomalies in the two log attributes and the estimated transmissivity from the pumping tests. One reason is that the pumping test only provides a few values of transmissivity averaged over relatively large intervals. The logs analyzed in this study do, however, point to a compartmentalized system with multiple distinct hydraulic zones. This is consistent with the results of Cheng and Renner (2017) , which suggest a complex and variable flow geometry on the decameter scale associated with a 450 heterogeneous system dominated by steeply dipping structures with a pipe-like hydraulic behavior. This interpretation is also supported by the study of Belgrano et al. (2016) , who analyzed the architecture and hydrothermal activity of the GBF with emphasis on fluid pathways at different scales. They concluded that the hydraulic characteristics are controlled by localized sub-vertically oriented pipe-like upflow zones.
Conclusions
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With the objective to characterize the fracture network of the damage zone surrounding the GBF and its petrophysical properties, we have performed an integrated analysis of the geophysical borehole log measurements. Although the log data are affected by challenging borehole conditions, notably numerous and large breakouts, the dataset contains a multitude of valuable information, which is in agreement with previous studies and adds to their findings. The BHR reflection data in combination with the OTV data suggest a complex network of fluid-filled fractures in the damage zone surrounding the main fault core of the GBF. To derive reliable porosity estimates from the first-arrival travel times of the BHR data, we have to apply a zero-time correction.
For the data collected in 2015, a zero-time correction was not available. Thus, we used the corresponding information for the 2016 data ( Fig. A1) to first correct the 2016 picks (Fig. A2 ). This is followed by a static shift of the 2015 picks corresponding to the mean difference in travel times with regard to the corrected 2016 picks. The resulting corrected travel times of the 2015 BHR data are shown in Fig. A2 and are used for the porosity estimation in Sec. 5.1. To downscale the porosity estimates obtained from the BHR data, we utilize the Neutron-Neutron log. Therefore, we calibrate the Neutron-Neutron log with the BHR porosity estimates above and below the main fault core by fitting a power law relationship. The calibration interval is shown in Fig. A3a and the resulting fit in Fig. A3b . The data in Fig. A3b is displayed in terms of a histogram crossplot. For comparison, we have also plotted porosities measured in the laboratory for selected core 485 samples, which are in good agreement with the data fit. Subsequently, we used the inferred power law to convert the counts of the Neutron-Neutron log into porosities along the entire borehole. 
Appendix B
The resistivity logs were acquired in three consecutive years. The 2015 data correspond to open-hole conditions. They are 490 affected by the pumping of lake water into the borehole as well as by the remnants of polymer-based drilling mud in the formation. Conversely, the 2016 and 2017 data were measured through slotted PVC casing. As a result, the logs contain spikes at the positions of the casing joints as illustrated in Fig. B1 for the normal resistivity, single point resistance, and SP data. We corrected the data by removing the spikes and subsequent linear interpolation of the gaps. For the normal resistivity data, we recovered the variability of the logs by replacing the interpolated sections with the 2015 data shifted to the respective baseline 495 of the 2016 or 2017 data (Toschini, 2018) . The resulting logs are shown in Fig.B2 .
The SP measurements are additionally affected by a very strong drift, since the steel cable suspending the tool serves as the reference electrode. The data is unusable until the exposed cable is ∼30 m below the water level. Since the water table was at 33 m borehole depth at the time of the measurements in 2016 and 2017, the logs can only be used from ∼60 m onwards. To compensate for the remaining drift in the data below ∼60 m borehole depth, we remove a linear background trend for each dataset separately instead of normalizing the data to a constant baseline value (Fig.B1) . 
